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Introduction: Volatile-bearing minerals (e.g., 

Fe-oxyhydroxides, phyllosilicates, carbonates, and 
sulfates) may be important phases on the surface of 
Mars. The Thermal Evolved Gas Analyzer (TEGA), 
which was part of the Mars Polar Lander payload, was 
to detect and identify volatile-bearing phases in the 
Martian regolith. The TEGA instrument is composed 
of a differential scanning calorimetry (DSC) interfaced 
with an evolved gas analyzer (EGA) [1]. The EGA 
consists of a Herriott cell of a tunable-diode laser 
(TDL) spectrometer that determines C0 2 and H 2 0 
abundances. The sample chamber in TEGA operates 
at about 100 mbar (-76 torr) with a N 2 carrier gas flow 
of 0.4 seem. 

Essentially no information exists on the effects of 
reduced pressure on the thermal properties of volatile- 
bearing minerals. Here we present a database for the 
thermal behavior of volatile-bearing phases under re- 
duced pressure conditions. 

Experimental Setup: We have developed a test- 
bed that simulates the operating conditions of TEGA. 
Our testbed consists of a commercial DSC, quadrupole 
mass spectrometer (QMS), vacuum pump, digital 
pressure gauge, electronic mass flow meter, gas bottles 
and dryers, and high and low pressure regulators con- 
nected together using a collection of shut off and nee- 
dle regulating valves. The setup has been designed to 
enable us to vary and control the pressure and carrier 
gas flow rate inside the calorimeter oven chamber. 

We have selected a suite of well-characterized 
natural and synthetic minerals and phases to analyze in 
our TEGA testbed (Table l). The sample suite in- 
cludes phyllosilicates, carbonates, sulfates, Fe- 
oxyhydroxides, and amorphous phases. We have at- 
tempted to include all of the potential volatile-bearing 
phases that might be encountered on the surface of 
Mars. Representative samples were accurately 
weighed into an alumina crucible and then placed in 
the DSC sample chamber. The system was then closed 
off and pumped down to its ultimate limit using the 
main system vacuum pump. The system was then 
back-filled with an ultra pure N 2 carrier gas. The sys- 
tem was evacuated again and back filled with N 2 sev- 
eral more times to ensure that all atmospheric con- 
tamination was removed from the system. The main 
vacuum system was then shut off and all of carrier gas 
was sent to the QMS. DSC runs were conducted at a 


temperature ramp rate of 20°C/min under an atmos- 
phere near 100 Torr N 2 carrier gas flowing at 8 seem 
(note: The 8 seem flow rate was analogous to the 0.4 
seem flow rate used in the TEGA Engineering Quali- 
fication Model (EQM)). Evolved gases (H 2 0, C0 2 , 0 2 
and SOj) were quantified in the QMS, which was pre- 
viously calibrated by a suite of well-characterized 
geological samples. 

Results: The thermal and evolved gas behaviors 
of the volatile-bearing minerals and phases under re- 
duced pressure are summarized in Table 1. We have 
presented the peak temperatures for endothermic and 
exothermic events. In nearly all cases, both DSC and 
EGA detected thermal response events. However, in 
some cases, DSC events were not evident during a gas 
release (e.g., water evolving from 2-L ferrihydrite). 

We cannot address the effects of reduced pressure 
for each phase presented here; however, in general, 
gas release events occurred at lower temperatures un- 
der reduced pressure conditions compared to ambient 
pressures (i.e., 760 Torr N 2 ). For example, the peak 
temperature for the dehydroxylation of lepidocrocite 
occurs at around 265°C under reduced pressure condi- 
tions and around 300°C at ambient pressure [2,3]. In 
another example, the peak temperature of the decar- 
bonation of hydromagnestite under reduced pressure is 
450°C compared to 550°C at ambient pressure [4]. 
The DSC heat flow curves were also very different 
under the two pressures [4]. 

The database developed here was used to identify 
a geologic unknown sample in the TEGA-EQM lo- 
cated at the University of Arizona. We were able to 
correctly identify the unknown sample [5]. The data- 
base presented here will be instrumental in identifying 
and detecting volatile-bearing phases on Mars when 
TEGA-like instruments are included as part of the 
lander payload. 
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Table 1. Thermal and evolved gas analyses (peak temperatures) of Mars analog materials under reduced 
pressure conditions ( 1 00 Torr N 2 ). Temperatures in parathensis were only detected by evolved gas 
analysis in the quadrupole mass spectrometer. All other reported temperatures were detected by both 
DSC heat flow and evolved gas analysis. Note the upper temperature of our TEGA testbed was 730 °C. 
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